
Dobrý den, 
 
jako zadavatel veřejné zakázky s názvem "Rastrovací Augerova mikroskopie – CEITEC MU" zasíláme 
tímto dodavatelům veřejné zakázky v souladu s ustanovením § 49 odst. 4 zákona č. 137/2006 Sb., o 
veřejných zakázkách, v platném znění, dodatečné informace č. 2 k zadávacím podmínkám. 
 
Na základě reakce zadavatele na dodatečné informace č. 1 (znění dodatečných informací č. 1 - viz. 
příloha této zprávy), poskytuje zadavatel těmito dodatečnými informacemi č. 2 odpovědi na dotazy 
uchazeče Měřící technika Morava s.r.o., se sídlem 1. máje 102, 664 84 Zastávka, IČ: 29316715, 
položených prostřednictvím dodatečných informací č. 1. 

Dotaz uchazeče č. 1: 

 

Odpověď zadavatele: 

Yes, the interlock for vacuum protection between the analytical chamber and the pumping system is 
sufficient. The valve between the fast entry chamber and the analytical chamber can be manually 
operated. 

Dotaz uchazeče č. 2: 

 
 

Odpověď zadavatele: 

Yes, the specifications will be fulfilled by supplying connectors rated for 6 GHz. 

 

 



Dotaz uchazeče č. 3: 

 
Odpověď zadavatele: 

Yes, the demonstration of the resolution on the on an Au-C sample is acceptable. 

Dotaz uchazeče č. 4: 

 

Odpověď zadavatele: 

Yes, the acceptance test described in the question is sufficient. 

 

 

 

 



Dotaz uchazeče č. 5: 

 

Odpověď zadavatele: 

Yes, the image drift can be demonstrated by having the image features staying in a radius of 10 nm 
as shown on the screen. 

 

S pozdravem 
 
JUDr. Pavel Vacek 
právník CEITEC MU 
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